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JANUARY, 1960 


A NEW GENERATOR OF 
RANDOM ELECTRICAL NOISE 


Noist% to the electronics engineer, 
presc'iits two contrasting aspects. In the 
one, it limits the realizable performance 
of electronic devices and communica¬ 
tion channels; in the other, it presents 
him with a test .signal, which has, for 
many measurements, properties that 
are more useful than those of a single¬ 
frequency signal. 

Hroad-band electrical noise is often 
calleil random noise, becau.se it has a 
random, or Gaussian, distribution of 
amplitudt's as a function of time. When 
used as a test signal, it al.so usually has a 
uniform spectrum level over its specifiwi 
frecju(‘ncy range. The random-noise 
signal, embracing a wide range of fre- 
(jiiencies and having a randomly vary¬ 
ing instantaneous amplitude, closely ap¬ 
proximates the signals normally en¬ 
countered in many electronic circuits 
and particularly in busy communica¬ 
tion systems. 

The properties of random noise were 
discus.sed in a previous article,' which 
described the Type 1390-A Random- 
Noise Generator. This instrument has, 
during the past .several years, l)eeii ap- 
pliini to an uniKsually wide variety of in¬ 


strumentation problems. This wide use 
has led to a number of suggestions for 
improvement, many of which have been 
iiicorporateil in a new model, the Type 
1390-B, shown in F'igurc 1. The most 
important of these are: 

(1) The noise output spectrum has 
been extended to lower frecpiencies than 
in the earlier instrument (see Figure 3). 

(2) The new cabinet is small, con¬ 
venient for bench use, and yet is readily 
adapted by means of panel extensions to 
relay-rack mounting. 

(3) The power-supply hum in the out¬ 
put has been rcHliKaxl to negligibility. 

(4) A built-in output attenuator has 
been added. 

(5) The nec'cssary warm-up time delay 
is provided by an automatic thermal 
relay. 

(0) The stray external noise field has 
been markedly reducetl. 

The instrument still supplies the high 
output level in three bands (5 c to 20 kc, 
5 c to oOO kc, and 5 c to 5 ^Ic) that 
makes the earlier model so widely u.seful. 
In fact, it has been found possible to 
raise the specifications on maximum out¬ 
put of the lowest band to at least 3 volts 
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iiiid the next hand to 2 volts, while the 
highest hand output remains at 1 volt. 

APPLICATIONS 

Before dcscrihing the new instrument 
in further detail, let us review briefly a 
numher of its uses. These usually (h'pend 
on one or more of the following eharae- 
teristics of the output of the noise 
generator: 

(1) The signal is similar to many that 
occur in practice. 

(2) It follows a definite statistical 
l>attern. 

(3) 11 has a hroad freciuency sp(»ctrum. 

The use.s can l)e groupcMl in four main 

categories: electrical measurements; 
acoustical measurements; environmental 
tests with high-level acoustic noise; aiul 
tests with random vihration. 

One of the main uses of the earlier 
model has heen as a signal source for 
fncasurcmnits, among them: 

Frequency response of loudspeakers.*’ * 

Intermodulation and cross-talk tests 
on multi-channel communications sys- 
toms. ■ 

Over-all ealihration of systems.^ 

Simulation of impulse-noise charac¬ 
teristics of (elephoiK‘-linc noise. 

Resonance tests." 

Tests on servo amplifiers. 

Nois(* inleT’f«*r(*nce tests on radar. 

Noise source for radar target simu¬ 
lator. 

Dynamic range tests on electronic 
equipment. 

Measurement of the rms and peak 
response characteristics of meters.* 

Noise signal for electronic counter¬ 
measures e(|uijjment. 

Evaluation of noise in transistors. 

Setting lewis on currier ecjuipment. 

Study of simulated non-linear sys¬ 
tems by correlation methods with an 
analog computer. 


Use as an element of an electronic 
probability generator.** 

There are many uses in acoustic mens- 
uremrnts where the noise source drives a 
loudspeaker, among them: 

Measurements of reverberation 

. II.IX 

I ime. 

Ih'verberant field calibration of mi¬ 
crophones. 

Reverberant testing of acoustical 
properties of materials.* 

Measurements of sound attenuation 
in ducts. 

Testing of silencers for aircraft and 
air conditioning systems. 

Room acoii.stic tests.* 

Frequency response measurements of 
rooms and microphones.* 

Testing the sound transmis.sioii of 
walls, panels, and floors.* 

Hearing tests.** 

Masking measurements.'* 

In a third group of uses, the random- 
noise generator drives a loudspeaker to 
produce high-level acoustic noise for the 
fatigue testing of structures.**’**'*"’*' A 
particular application is in the design 
of missiles. Without a design baseil 
on these tests, the missile can fail in 
flight as a result of the high level of 
random noise impinging on its sur¬ 
face. 

In a new and important category of 
use, the Typk 1300-B Random-Noise 
Generator supplies the signal for a power 
amplifier to drive a vibration shaker. The 
shaker is used for structural tests of 
components** and assemblies of rocket 
or jet-engine-<lriven structures and for 
microphonic tests of vacuum tubes. 
Jets and rockets generate vibration that 
is random in nature, and the logical ap¬ 
proach is to test with a random vibra¬ 
tion. The test methods have developed 
rapidly, and there is already a book de¬ 
voted to the subject.** The procedures 
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Figure 2. Elementary schematic of the generator. 



and analysis of results arc not simple, 
however, anti there is some controversy 
rejjjartlinp; the methoil anti its relation to 
testing with a swept sine-wave ex¬ 
citation. 

In the rlassroovi and laboratory^ the 
noise generaltjr lias ht*en used to demon¬ 
strate some of the properties of noise, 
'fhose who have been accustomed to 
sine-wave signals find it a new ex'perience 
to try to handle noise signals. iSince noise 
sigtials are now commonly encountered 
aiul measured, it is lielpful to have a con- 
Irolletl source that can be used to fa¬ 
miliarize one with the t(*<‘liniques of 
measurement. 

DESCRIPTION OF THE GENERATOR 

The original source of noise in this 
instrument is a gas-di.scharge tul>e with a 
transverse magnetic fieUl applied.**^ This 
gas tube has a comparatively high noise 
output, whicli is amplifiini in a two-stage 
amplifier. B(*t ween these stage.s the noise 
spectrum is shaped to t)rovide three out¬ 
put ranges to 20 kc, to oOO kc, and to 5 
Me. The high-freciuency ends of these 
ranges are the same as in the earlier 
model, but the low-fre(|uency per¬ 
formance has been improved. 

Improved Low-Frequency Output 

The output at low frettuencies has 


been increased by changes in the time 
constants in the coupling circuits. The 
plot of the typical spectrum in Figure 3 
shows that the output is down less than 
3 (lb at 5 cycles per second, as contrasted 
with 10 (lb in the earlier model. 

One of the problems encountered in 
producing this improvement canu' in 
devising a suitable techni(iue for meas¬ 
uring the low-frequency output. This 
problem wiis happily solv(al l)y the use 
of the new Tyce 1554-A Sound and Vi¬ 
bration Analyzer.* The nature of this 
problem illustrates one of the charac¬ 
teristics of noise that is most appaient 
wlu'u measurements arc made at low 
fre(iuenci('s. Some years ago, when we 
tried to measure the low-frequency re¬ 
sponse of the earlier noise generator at 
frecpiencies down to 2) o on the Type 
7t)2-B ^’ibration Analyzer, we found the 
fluctuations of the pointer on the in¬ 
strument were so large t hat we could not 
readily arrive at a suitable long-time 
average level. Calculations show that 
even for the wider band (5%) on that 
instniment it would be necessary to av'- 
erage over about a tVminute period to 
have a 90% chance of being within rfc 1 db 
of the long-time average le\Tl.*‘ For the 
third-octave band of the Type lool-A 
Sound and \’ibration .\nalyzer. the re¬ 
quired time is leduced by a factor of 5. 
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The pointer still fliicliiales considenihly 
at tlu^se low frequencies, but the meas¬ 
urement becomes a rejusonable one with 
the new analyzer. With a still wider 
bandwidth it is po.s.sible to obtain a 
quicker result, but then the resolution 
in terms of the range of fre<|uencics 
mea.surc<l becomes |K>orer. The one-third 
octave is an e.xcellent compromise band¬ 
width. 

What this problem illustrates is that 
the accuracy of measurement of level 
depends u|khi the bandwidth ust'il and 
the time devotcnl to the measurement. 
Furthermore, the accuracy can be ex- 
presscxl only in terms of a probability 
figure. Although the concept is ol<l and 
is not restricted to measurement of 
noise, the dependence is readily ol>- 
serve<l in low-frectuency measurements of 
noist!, but is usually not apparent in 
ordinary measurements with higher fre¬ 
quency sini‘-wave signals. 

Attenuator and Reduced Leakage 

To rc<iucc and control the caitput 
voltage for low-level tests with the A- 
rnoih*! it was necessary b) use a sepa¬ 
rate attenuator. The output system on 
the new instrument consist.s of a con¬ 
tinuous control, followed by a 4-step at¬ 
tenuator of 20 db per step. Meteretl 
levels from over 3 volts down to Inflow 30 
microvolts are conveniently obtaiiietl. 
When the attenuator is useil, the output 
impedance remains essentially constant 
as thc! level is varied by the continuous 
output control. 


This low-level output obtainable from 
the attenuator necessitateil a reduction 
in the noise field radiatetl from the in¬ 
strument at high frecjiiencies. This re¬ 
duction has been accompli.shed by addi¬ 
tional filtering in the power-line leads in 
the instrument and by a change in the 
measuring circuit so that the meter is by¬ 
passed to ground. 

New Cabinet 

\Micn an instrument is used on the 
bench, it is customary to have it hori¬ 
zontal. Often, however, a tilted position 
permits the meter to be read more con¬ 
veniently. In the new cabinet shown in 
Figure 4 this tilted |K)sition is made pos¬ 
sible by the extendible legs near the 
panel. 

For relay-rack mounting, wings are 
supplied to extend the panel to relay- 
rack width as shown in Figure 5. Thus 
the user can have the convenience of a 
small bench instrument for experimental 
work and yet readily mount it in a rack 
if the instrument becomes part of a rela¬ 
tively permanent lest rack. 

ACKNOWLEDGMENT 

The new cabinet wtis developed by 
H. C. Littlejohn and M. C. Iloltje. The 
electrical circuit redesign was worked 
out by R. J. RupleiijLs. 
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SPECIFICATIONS 


Frequency Range: 20 ke*. speetrum level i.s uniforni 
from 20 cps to 20 k<’ within d:l db. 500 ke: 
.s|)ectrum levid is uniform from 20 cps to 500 kc 
within =t3 db. 5 Me: spectrum level is uniform 
from 20 cps to 500 kc within ±3 db and fr<»m 
500 kc to 5 Me within about =b8db. Noise ener¬ 
gy is :dso nre.seni beyond these; limits. The level 
is ilown alKiut 3 db at 5 c-ps. 

Output Voltage: Max. open-circuit output i.s at 
least 3 volts for 20-kc range, 2 volts f«>r 500-kc 
range, and I volt for 5-Me range. 

Typical Spectrum Level (with one volt output) : 20-ki; 
biuid: 5 mv for 1-cps band. 5(X)-kc band: 1.2 mv 
h>r l-<’ps band. 5-Mc band: 0.6 inv for I-cps 
band. 

Output Impedance: tSoiirce impedance for max. 
output is uftprox. 9(K) ohms. Output is taken 
from a 250(lkdim potrnt.iomctt*r. Source im- 
p(‘dance for attenuated output is 200 ohm.s. 
()ne output t<*rminal is grouiuhxl. 

Waveform: Noise source is a gas tube that has 
gtsui normal or Gau-ssian distribution of ampli- 
tiuic.s for narrow range s of the frc(]ucncy spex*- 


trum. OvtT wide range's the distribution be- 
coiiu'.s less .symmetrical because* of elissynimetry 
intriKlue;c<l by the gas tul>e‘. Appree-iuble edif)- 
ping occurs on the* 500-kc and 5-Alc ranges. 
Voltmeter; Recti6er-type avcnigc meter meeis- 
ures output. It is calibrated to read rms value 
e>f noise. 

Attenuator: Multiplying factors of 1.0, 0.1,0.01, 
0.001, and O.OOOl. Ae;curate to d:3% to 100 kc, 
within ±10% to 5 Me. 

Accessories Supplied: PeiW(*r e;ord, Sp.'ire* fuses, 
extensions fe)r n*lay-rack mounting. 

Mounting: Metal cabinet. 

Power Supply: 105 te) 125 (or 210 to 2501 volts, 
50 to fiO cps. 

Power Input: About 50 watts. 

Tubes Supplied: 6D4(1), 6.\(^5 (2), 3-4 (1), 1 15- 
N()30T (1). 

Dimensions: Width 12^:i in., height 7 ’>2 in., 
flepth ii'- Panel height for 19-inch relay- 
rack mounting is 7 inchi’s. 

Weight: 12 lb. b<*nch mounting. 


Type Cmlc Word Price 

1390-B I Random Noise Generotor. | BUGLE | $295.00 
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A NEW, SMALLER, LIGHTER 
AIRCRAFT FUEL-GAGE CALIBRATOR 


Four years ago the first Type MD-l 
Field V’ariable Capacitance Tester was 
announced as being on the shelves avail¬ 
able for sale. The ink was hardly dry on 
this announcement when, in consonance 
with the current passion for making 
everything smaller, we were urged to 
redesign it into a smaller package. 

I'his development was undertaken 
after negotiation with potential users 
determined the nature of the minor 
changes, acc(?ptable to them, that would 
rc^sult in the desired size reduction. As 
so ofU^n happens in a redesign ainuMl only 
at size and weight reduction, the cost 
of making the equipment actually in- 
crease<l s<)mewhat. 

In Figure 1 you may see side by side 
the old and the new testers, noting the 
difTerence in size and mechanical ar¬ 
rangements. \'olume has been reduccnl 
30%, weight 15%. The older instrument 
was (talUnl the General Radio Type 
P-579, while the new one is the Type 
1429-A. 

In essc'iice the redesign was ac(!om- 

*P K MrElroy. \ CiiibrHtur for Airrmf! Fuel (HitM.*' 
Gcficro/ Hodto SxpmmmUr. 30. 4. September. 1055. 


plished by the use of a smaller variable 
capacitor in the main simulating section 
and by more efficient use of space within 
both the instrument cast* and the transit 
case. The main or left-hand variable 
capacitor has a linear A C of 200 Its 

range is expande<l to that of the 1100- 
/i/if Type 722 N'ariablc Capacitor it re¬ 
places by a switch that adds five steps 
of solder-sealetl-silveretl-mica capacitors 
of 2(X) nn( each, thus filling in l>ctween 
the steps of the 100f>-^/if-per-step switch. 

Opportunity wius taken to make sev¬ 
eral changes in the transit case: 

1. llie cable stowage compartment, 
firiginally larg4*r than it needed to be, 
was moved from the rear to one end 
of the transit ca.se, occupying much 
less room. 

2. Case was painted a bright yellow to 
make it more readily visible around 
an airport. 

3. The change in the case proportions 
made it practical to mov'e the handle 
up to the top, where it belongs, and 
this, in turn, makes po.ssible the 
elimination of one set of rubber feet. 
A commercially available vinyl- 
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Figure 2. Connectors to fit many types of fuel gages 
ore furnished with the tester. 

coated handle makes carrying more 
comfortable and cuts several pounds 
off the weight. 

Figure 2 si lows the connecting cables 
and tee adaptor supplied with the 
Type 1429-A. These are exactly the 
same as those supplied with the older 
Type P-579. This is in conformity to an 
.VHDC decision that it is impractical to 
try to keep up to date this group of 
adaptors supplied with the tester, be- 
(*ause of the fast proliferation of re(iuire- 
ments as new systems keep coming into 
use. Not only is the new miniature coax- 
connector series used with military air¬ 
craft a factor, but at lea.st a.s much com¬ 
plication is caused by the fact that every 
lot of commercial planes is likely to have 
its own peculiar combination of manu¬ 


facturer, individual and totalizing indi¬ 
cators, and hence special cable harness 
for attaching to the tester. 

Thc.se other specific adaptors, either 
simple fittings or cables, or complicated 
cable haniessf^s, are available from the 
manul'acturers of th(' fuel-gage systems 
actually used in each particular aircraft. 
Identification of the adapting equipment 
needed will be found in ^^-2 Technical 
Orders” for military aircraft or in the 
insti uction nuuiuals for commercial and 
civilian aircraft. 

Qualification testing of the Type 
1429-A to the same requirements as the 
Type P-579 (Type MD-1) has l>een 
completed at WADC and the military 
designation “TTU-OS/E Tester, Fuel 
Quantity Gage, Variable Capacitance 
Field” assigned to the instrument. Be¬ 
cause of the several superiorities above 
described of the new tester over the old 
one, the Type MD-1 will be superseded 
by the Type TTU-68/E. 

Type 1429-A (TTU-08/E) Field 
Variable Capacitance Testers are cur¬ 
rently available for commercial or 
military use and can be supplied with 
or without Government inspection at 
our plant. Detaileil specifications fol¬ 
low. 


Figuro 3. Panel view of 
the Fuel-Gage Tester. 
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SPECIFICATIONS 


Copocitonc* Rong*: Main capacitor continuously 
variatile linearly fmm 20 to 220 *oif, thenrr by 
8^^•itchecl steps of 200 /i/if to 0220 Conipcri- 
sating capacitor continuously variable linearly 
from 10 to 210 utif. 

Accurocyt Capiu'itance of the main variable air 
capa<*itor is indicated by di»U rt'uding within 
±0.5% c»r ±0.76 MAtf. whichever w greater. Cor- 
resjNUiding (igiires for the comjionsnting vari¬ 
able air capacitor are ±1.6^^ or ±0.6 
w'hichever is gn‘at4*r. Switchetl capacitors are 
accurate to ±0.5*/c- 

Cerr«ciien Chort: A (*orri‘t*tion chart laminat<xJ 
between plastic sheets for mechani<ral and <*li- 
matic protection is .sup{>Ued, gi\ing corre<>tioiis 
at multipl«*s of 10 for the variable capacitors 
and at eni*h switch position for the sU^pfs'd ca¬ 
pacitors. When thes»* correctiona an* appli(‘d, 
the capacitance i.s wiireet to plus or minus 0.1 % 
or 0.15 whichever is grc*ater. 

Moximum Voltog*: 600 volts (H?ak. 

Oi«Uctric Supports: PlHtc.s of low-loss steatite 
sup^irt the stator }is8embly;ghi.ss-bonde<l-micn 
wasliers mip|H>rt the rotor. 

OiaUctric Lots**: Almost iH'gligibh* for the air 
capaciUirs, .since solid insulation is largely out¬ 


side the electric field. Not over 0.001 for the 
switched silvered-niica cafMicitorM. 

Ttmpunifwr* Co«fRci«nt of Copocitonc*: For small 
temperature <*hang(*s. appoiximately ±0.002% 
per degriH* Centigrade for air ‘capacitore, 
±0.0035% for mica ones. 

Bocklath: Less than on«'-third divi.sion (out of 
2,0(X)), corrt‘Hponding to 0.02% of full-scalcr 
value. If the desired si'tting is always ap¬ 
proached iu the direction of increasing scale 
nrading, no error from thi.s cause will n*8ult. 

Turminols: Three spivial, lcey<*d, coaxial con¬ 
nectors, the cenUT otw of which is <!onnected to 
both rotors. 

Mounting: All <;apucitors Hiul a renewable desio- 
cant cartridge are mountetl on an :Uuminum 
pmiel and enclosed in a moisturt‘-s<?aled alumi¬ 
num cabinet. The latter is .shock mounttxl in an 
altuninum tratusit cast' with handle. The case 
contains a compartment to hold nine connect¬ 
ing cables and three tee :ula|>torK. 

Dimontions: (Height) 10^$, (width) 17J^, (depth) 
lO^'^ inches, over-all. 

Woight: 28^) polUlds. 


Typf Cotie Wtmi Price 

1429-A I Fu«l>Gogo Tottor.| UAUER | $900.00 


CORRECTION (Deanihcr Issue): The 
earryiiig ctise li.ste(i tis .suppliiMl with 
the Type 1554-A Sound and Vibration 


Analyzer is available on speeial order 
only. It is not supplied as a standard 
accessory. 


ACCURATE FUEL GAGES DEPEND UPON 
ACCURATE CAPACITANCE STANDARDS 


The fuel-quantity gages used on mod¬ 
em airplanes are accurate electrical de¬ 
vices employing servt>-halanccHl, 400- 
cycle capacitance bridge's to give an 
automatit' indication of the (piantity of 
fuel in the tanks. These gagt's are ad¬ 
just ed. calibrated, and peritMlically te'stcMJ 
in temis of thrce'-terminal capacitance 
standnrd.s, which are as.semble<l into a 
convenient package for use' in the Held. 
The te'sters, in turn, are checkeeJ against 
precise capacitance bridges, the* (inal link 
in a carefully designed program that as¬ 


sures fuel-gage reliability by leaving 
nothing to chance. 

Accurate capacitance standards, main- 
taineel by the manufacturers of testers 
and bridges, are at the heart of t his pro¬ 
gram. General Radio C'ompany, leader 
in supplying lalMiratorv capacitance 
standards, h;is for many years fumi.shecl 
tlie standards upon which the program 
depends. Fuel-gage tf'sters, Type MD-1 
and later Type TTr-tkS/F (describe<I ^ 
alwve), have l>een .supplied to both mili¬ 
tary and civilian activities. 
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Another of this company's products in 
^ the aviation field, the Type TTU-24/E 
Capacitance Bridge, which is used to 
check the calibration of the testers, has 
an interesting history. 

Because General Radio engineers felt 
that for this purpose a better bridge wiis 
needed than those currently being pro¬ 
cured, the company decided to develop 
one, not on contract, but with its own 
funds. This was done; the development 
was completetl in about a year. The new 


bridge, although of a different design 
from that called for by Air Force specifi¬ 
cations, meets the same requirements 
and, at the same time, is smaller, lighter, 
and more accurate. Its capacitance range 
is greater and it has a number of con¬ 
venience features. 

Evaluation t.ests by the Air Force re¬ 
sulted in the assignment of the military 
designation, TTU-24/E. This bridge was 
described in the February, 1958, issue of 
the Experimenter, 


SEMINAR ON STANDARDS, 
CALIBRATIONS, AND MEASUREMENTS 


Standards of inductance and capaci¬ 
tance were among the earliest products 
manufactured by the General Radio 
Company 45 years ago and have con¬ 
tinued to be an important part of our 
business ever since that time. Of equal 
interest and importance to us have been 
the design and manufacture of the 
bridges, by whose means these standards 
can be put to practical use in impedance 
measurement. 

The rapid growth of the electronics 
industry, particularly in defense con¬ 


tracts, has pointed up the necessity of 
uniform standards and uniformity of 
measurement procedures. The basic 
standards of the nation are the ressponsi- 
bility of the National Bureau of Stand¬ 
ards. To them, all other standards are 
referred. General Radio calibrations, for 
instance, are all traceable to NBS 
calibrations. 

Measurement procedur(?s must be a 
matter of common agreement. Uni¬ 
formity of procedure is nec^essary in 
order that the results of all laboratories 


John Hersh of the General 
Radio Engineering Staff 
dikcutset inductance 
measurements at the sem¬ 
inar. 
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may aRrco; refinement of method as¬ 
surers maximum accuracy. The Ciencral 
Kaciio Company^ as a leadiuR .supplier 
of lM)lh standards and brid^^es, is in an 
excellent position to implement the co¬ 
operation lietwecn agencies that will 
achieve thc*se goals. 

To this end we have recently com- 
pletixi a seminar on the low-fnipiency 
standardization of inductance and ca¬ 
pacitance which wiLs at tendeit by twenty- 
three repnrsentatives from sixti»en differ¬ 
ent U. S. and Canadian government cali¬ 
bration lalMiratories. including the Na¬ 
tional Bun*au of Standards and the 
National Res{»arch Council (Canada). 
The thre(r-and-one-half-<lay seminar in- 
cludtHl seven lectures on the d(*sign, con- 


stniction, and use of standards of in¬ 
ductance and capacitance; fiv’e two- 
hour workshop sessions in measurement 
practice; two informal group dinners; 
and a session on criticism, evaluation, 
and future trends. 

Both those who attended and those 
who conducttHl the sianinar feel that 
the effort was a complete success and 
that a definite foundation has been laid 
for cooperation lK*tween lalwratories 
and for uniformity of measurement 
methods. Certainly we at General 
Itadio have derived from the seminar 
fully as much as those who attend¬ 
ed. We hope that it will bo possible 
to conduct other seminars in the fu¬ 
ture. 


M-MODEL 400-CYCLE 
VARIAC AUTOTRANSFORMERS 


In the interest of improved delivery 
scIuhIuIcs and manufacturing economics, 
M-type (400 cycle) Variac assemblies 
are now basically the same as W-type 
(oO-tK) cycle) Variac a.ssemblic's. I‘Acept 
for their lower weight, ixmIucchI axial 
length, and militarized finish, the M- 



model Variacs exactly duplicate the 
W-model line. I'he principal difference 
will be noticed in M gangs, where the 
practice of assemiding two coils back-to- 
back on a single ba.se has been abandoneii 
in favor of the practice, standard on W 
gangs, of having a separate base for 
each coil. This practice allows ganging 
of units with a minimum of modifica¬ 
tions and special parts, with resultant 
lower costs and more ra|)id deliveries. 

Users of M-type \"ariac* auto tran.s- 
formei-s, who may be “frozen” into the 
older designs, can still obtain the older 
design on a 8|H*cial order basis. We 
do seriously sugge.st, however, that, 
wherever po.ssible, substitution of the 
new standard design will be to your 
advantage. 
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SEMINAR HELD FOR 
OVERSEAS REPRESENTATIVES 


•Since its fouiuiing in 1915, the Oen- 
eral Hudio C'ompany has had an inter¬ 
national market for its products. Our 
custoinei's abroad have been well served 
by some twenty resident represt'ntativ(*8 
and almost as many sulwigencit's lo¬ 
cated all over the world. Many of these 
have bt»en assf)ciated with us for over 
t wenty-five years. 

The growing complexity of elcnUronic 
instruments, resulting in a netnl for pcr- 
son-to-person communication with our 
overseas representatives, Ic'd to the or¬ 
ganization of a seminar for the c'xchange 
of information, questions, and ideas. 

With the enthusiastic and competent 
help of GROE.NPOL, our representatives 
for the Netherlands, the first .seminar 
was held in Amsterdam, XovemlK*r 2 to 


7, 1959, with that organization acting as 
our hosts. 

The seminar schedule includcHl 10 
hours of technical lectures, 21 hours of 
practical instruction at 7 simultanc?ously 
operating workshops, and 4 hours of 
general discussion. Some $25,000 worth 
of the latest General Radio instruments 
were used in the workshops. The GR 
team consisted of thrc'e enginc'ers: R. W. 
Frank, P. J. Macalka, and W. R. Thurs¬ 
ton, reinforcred by D. B. Sinclair, Vice-¬ 
President and Chief Engineer, who 
stopped there en route to a scientific 
meeting in Hungary. 

The participants at the *Seminar in¬ 
cluded members of the technical .sales 
staffs of most of our European represcMit- 
atives and from India and Israel as 


Front row. Ml to right, Bin*tti. B«loNi, Lara, Danzigar, Motwana, Mrs. Nyman, Barlln, Myrzath; second row, 
Ciementz, NuttUin, Nyman, Frank, Smith; third row, Bhat, Love, Robert, Buys, Steur, Sablon, Van Gent; on 
stain at rear, Steinkuhler, Macalka, Watson, Rietbergen, Thurston, Teir, Lyons, Korte, Sinclair. 
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well. The total atteiulaiu'e at the tech- were attended by 20 sales engineers, 
ideal lectures was 2(); the “workshops’* Among those present were: 

— S. A. Multitechnic Messrs. K. Sablon, P. Steur 
Enijlami — Claude Lyons Limited Messrs. E. Lyons, X. Love, A. Smith, D. Watson 
Finland — K. L. Nyman Mrs. E. Xyman, Messrs. K. Nyman, K. Teir 
France — ETS. Radiophon Me.ssrs. P. Fabrieant, M. Berlin, J. Robert 
(tcrniany — Dr. -Ing G. Nusslein Dr. -Ing G. Nlisslein 

Holland —Groenpol Industrial Sales Company Messrs. W. L. Rietbergen, B. A. 

Geerlings, P. van Gent, A. Korte, A. Buys, II. Steinkiihler 
India — Motwane Private Limited Messrs. N. Mot wane, V. Bhat 
Israel — Landseas Eastern Company Mr. R. Danziger 
Ilaly — \HG. S. & DR. Guido Belotti Dr. G. Belotti, Mr. C. Binetti 
NoruHiy — Maskin - Aktieselskapet Zeta Mr. L Myrseth 
Spain — AD. Auriema, Inc. Mr. A. Lara Saenz 
Sweden — John C. Lagercrantz Mr. U. Clcmentz 

'rids seminar was so .succes.sful that locations, to permit convenient at- 
consideration is being given to repeating tendance by representatives from all 
it at regidar intervals and at various areas. 


SALES-ENGINEERING PERSONNEL CHANGES 


Myhox T. Smith, Sales Manager 
of t he General Radio Compiuiy, has l^een 
appointed its Director of Sales. William 
R. Saylor, manager of the D)s Angeles 
district olhce, is appointetl Sales Mana¬ 
ger to .succeed Mr. Smith. 

Mr. Smith, after graduation from the 
Mas.sachusetts Institute of Technolog^^ 
in 1931 with the degrees of SB and SM in 
Elt^drical Engineering, came with Gen¬ 
eral Radio as a development engineer, 
changing later to .sales engineering. After 
opening and managing tin* New York 
and the Los Angeles district offices, he 
was appointed Sales Engineering Man¬ 
ager in 1944 and Sales Manager in 1948. 

Mr. Saylor, also a graduate of MIT 
with the degiees of SB and SM in Elec¬ 
trical Engineering in 1937, came to Gen¬ 


eral Radio as a development engineer 
after three years with General Electric 
Company and three years as instructor 
in electrical engineering at MIT. Ilis in¬ 
terests later shifteil to sales and applica¬ 
tion engineering, and in 1954 he was ai>- 
pointed manager of General Radio’s 
newly opened Washington office. lie be¬ 
came manager of the Lo.s Angeles dist rict 
oflice in 1957. 

Joseph E. Belcher succeeds Mr. 
Saylor as manager of the Los Angeles 
district office. An engineering student of 
Lowell Institute of the Ma.ssachusetts 
Institute of Technology', Mr. 13elcher 
also studicnl business management at 
NortheiLstern University. He came to the ^ 
General Radio C'ompany in 1942 and 
from 1944 to 194() was in the U. S. Nav''y. 
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William R. Saylor Johki*ii E. Heix'her Myron T. Smith 


After a few years in the calibration lab¬ 
oratory, lie became Service Engineer in 
1952 and in this capacity has become 
known to users of Cleneral Radio equip¬ 
ment all over the countr\’. He has also 


actively superviseil the operation of ex¬ 
hibits of GH instruments both at tech¬ 
nical conventions and on the road. He 
transferred his activities to the Sales 
Engineering Department in 1959. 


NEW SALES ENGINEERS 


We have welcometl lately three new 
members to our sales engineering 
staff. 

Howard O. Painter, who receivetl his 
B.S. in Electrical Engineering from 
Worcester Polytechnic Institute in 1958, 
workcnl briefly as an engineer in the 
Hartford Eletdric Light Company, then 
spent two years with Uncle Sam’s Signal 
Corps. After an extensive training pro¬ 
gram in various General Radio depart¬ 


ments, he will settle into the Advertising 
Department, working on promotional 
material. 

David S. Nixon, Jr., received his ILA. 
from the University of Connecticut, 
spent two years as a lieutenant in the 
Air Force, and received his S.B. and 
S.M. in Electrical Engineering at M.l.T. 
in 1959. His cooperative work at M.l.T. 
was with the Philco Corporation. After 
his training course, his first assignment 


Howard O. Painter 


David S. Nixon, Jr. 



John R. Ross 




lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 





GENERAL RADIO EXPERIMENTER 


16 


will be in the Sales Kngineering Depart¬ 
ment at the Home office. 

John H. Ross, who Inis recently joined 
the Sales KiiKineering StafT of our Djs 
A ngeles office, holds a B.S. in Electronic 
Engineering from C'alifomia State Poly- 
t<*c*hnic College. His later experience was 
at liendix Aviation Corporation, work¬ 


ing on radar design and development. He 
is at present working toward his M.S. 
degree at U.C.L..\. 

His first assignment at General Radio 
is to assist in setting up the new service 
facility at our I»s Angeles office. Later, ■ 

he will devote full time to Sales En¬ 
gineering. 


1960 CONFERENCE ON STANDARDS AND 
ELECTRONIC MEASUREMENTS 


The second national Conference on 
Standards and Electronic Measurements, 
<*o-sponsored by the National Bureau of 
Standards, The Institute of Radio Engi¬ 
neers' ProfessH»nal Gmups on Instni- 
mentation and Microwave Theorj' and 
Techniques, and the American Institute 
of Electrical EngimM'rs, will be held June 
*22-24, 19(K), at the National Bureau of 
Standards Laljoratories, Boulder, Colo¬ 
rado. 

The I9fi0 Conference \nll provide a 
broafl review of rtM*ent developments. 
Six scissions are planned on the following 
subjects: 

(1) Current and Future Problems in 
Ele<*lronic Standards: Traceability of 
4*alibrations to National Standards, an¬ 
ticipated requirements, and overcoming 
adverse environments. 

(2) Direct-Current and Low-Fre¬ 
quency Standards and Calibrations: 
Current, voltage. |)ower, resistance, im- 
|)edance, luid attenuation. 

(3) Methods of Measurement for Ma¬ 
terials: Complex permittivity and per¬ 


meability, tensor permeability, and ten¬ 
sor conductivity. 

(4) Freijuency and Time Standards: 
Moleimlar, atomic, and quartz standards; 
measurement and utilization. 

(5) Microwave Standards and Cali¬ 
brations: High and low power, phase 
shift, impcnlance, attenuation, and noise. 

(fi) High-Frequency Standards and 
Calibrati*ins: Voltage, current, power, 
imjKxlance, attenuation, phase shift, and 
field strength. 

The General Chairman of the 19<K) ^ 

Conference is Ivan G. Elaston, General 
Radio Company, West Concord, Massa¬ 
chusetts. 

National Bureau of Standards per¬ 
sonnel assrx’iatetl with the C4>nference 
are W. D. Gwirge, Co-Chairman; George 
E. Schafer, Chairman of the Technical 
Program; and James Brockman, C'hair- 
man of Ix)cal Arrangements Committee. 
iMirther information can be obtaine<l 
from Mr. Brockman at the National 
Bureau of Standards, Boulder, Colo¬ 
rado. 


General Radio Company 
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